[Optimization of the process parameters of washing and disinfecting articles of patient care].
Presented in the paper is a brief review of research efforts directed to the solution of problems of contamination, cleaning and disinfection of products for patient care currently used in general hospitals and clinics. The studies have been performed in the Medoborudovanie Research and Production Unit.